
Protocol COMET calibration

Results

Calibration successful: Yes

Sensor: AC_M_FLB55_00096_COMET_L3D_2_5M_100mm

Template: CT_100_60_9_1

Calibration plate: CP_P_100_675

Calibration plate verification date: 12/17/2019

Date/Time: 2/14/2020 9:55:24 AM

Average sensor temperature: 38.9 °C

Temperature range: 7.0 °C

Initial calibration: No

colin3D version: 6.0.4.344

Quality figures Mean value Standard dev. Maximum

CameraPixel [Pixel] 0.045 0.025 0.162

PhaseResiduals [PhaseInc] 164.671 100.125 634.947

MeanObjectpointerror [mm] 0.003 0.001 0.014

MaxObjectpointerror [mm] 0.003 0.002 0.026
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